Introduction {#Sec1}
============

Despite encouraging clinical outcomes, recurrent tears remain one of the most frequent complications especially seen in arthroscopic rotator cuff repair \[[@CR2], [@CR3], [@CR13]\]. Although, failures are often attributed to the severity of the tear or poor quality of the tendon, another theory of failure is the inferior mechanical strength of the repair technique, e.g. use of a single-row of suture anchors \[[@CR16]\]. Moreover, these repairs may not adequately restore the native footprint contact \[[@CR16], [@CR33]\]. Therefore, the goal is to re-establish the anatomical configuration of the tendon-bone construct, accompanied by the restoration of its mechanical performance. With use of the double-row technique the native footprint area could be recreated more accurately and therefore may improve the ability of the tendon to heal to bone \[[@CR1], [@CR11], [@CR19]\]. The configuration of the suture in the soft tissue is an important part of the success or failure of this procedure as well \[[@CR8]\]. The modified Mason--Allen stitch has superior strength compared to simple and horizontal mattress stitches applied in rotator cuff repair \[[@CR16]\]. However, arthroscopic techniques for rotator cuff repair usually use the easier-to-perform simple or horizontal stitches fixed with suture anchors, because of the technical difficulty of placing modified Mason--Allen stitches. Thus, arthroscopic achievement of a firm tendon-bone construct is not met with ease, and it remains a need for a solid tissue-holding technique \[[@CR20]\].

Scheibel and Habermeyer \[[@CR29]\] used a so-called arthroscopic Mason--Allen technique for suture anchor repair. The technique consists of a combination of a horizontal mattress and a single stitch through the same anchor. In a recent investigation, we demonstrated that the combination of bioabsorbable suture anchors and arthroscopic Mason--Allen stitches in a single-row configuration provides strength superior to that of the traditional transosseous suture and modified Mason--Allen stitches under isometric cyclic loading \[[@CR17]\].

The objective of this biomechanical assessment was to determine the initial biomechanical properties of a double-row suture anchor technique in order to consider improvements in rotator cuff repair. In addition, we assessed the biomechanical differences in cyclic loading of a new high-performance polyblend suture material and a braided polyester suture. We hypothesized that the combination of arthroscopic Mason--Allen and medial mattress stitches in a double-row configuration using a high-performance polyblend polyethylene suture material would have a superior response in cyclic loading compared to a repair using the single-row technique with arthroscopic Mason--Allen stitches. Moreover, we performed a detailed review of the medical literature using MEDLINE to give an overview of the results of biomechanical studies regarding the double-row technique for the repair of rotator cuff tears.

Materials and methods {#Sec2}
=====================

Thirty-two fresh sheep shoulders (specimen age, 2 years) were harvested fresh, wrapped in saline-soaked gauze, and stored frozen at −20°C \[[@CR17], [@CR34]\].

The shoulders were dissected from all of the soft tissues except for the infraspinatus muscle and tendon. No pre-existing rotator cuff abnormalities were noted in all of the specimens. The infraspinatus tendon was sharply detached from its insertion site to mimic a full-thickness tear, as established in previous investigations at our institution \[[@CR17], [@CR18]\]. Right and left shoulders were randomly assigned among four treatment groups that were based on the use of absorbable suture anchors (Duet Suture Anchor^®^, ConMed Linvatec, Largo, FL, USA) coupled either with braided nonabsorbable polyester suture sized USP No. 2 (Ethibond^®^; Ethicon, Sommerville, NJ, USA) or with new high-performance polyblend polyethylene suture sized No. 2 (HiFi^®^; ConMed Linvatec, Largo, FL, USA). The groups were as follows:single-row repair using one line of two suture anchors coupled with double-loaded Ethibond^®^ suture (SRAE) (stitch: arthroscopic Mason--Allen).single-row repair using one line of two suture anchors coupled with double-loaded HiFi^®^ suture (SRAH) (stitch: arthroscopic Mason--Allen).double-row repair using two lines with a total of four suture anchors coupled with Ethibond^®^ suture (DRAE) \[stitch: arthroscopic Mason--Allen (lateral/double-loaded)-horizontal mattress stitch (medial/single-loaded)\].double-row repair using two lines with a total of four suture anchors coupled with HiFi^®^ suture (DRAH) \[stitch: arthroscopic Mason--Allen (lateral/double-loaded)-horizontal mattress stitch (medial/single-loaded)\].

Each anchor system was placed according to the manufacturer guidelines over a guidewire after using a cannulated tap to prepare the bone; the anchor was then inserted into the bone at a 45° angle to the diaphysis of the humerus with the eyelet flush with the bone \[[@CR4], [@CR9], [@CR31]\]. Then, the tendon was reattached to its insertion site with the anchors placed 5 mm apart and 5 mm from the distal tendon margin for single-row, and 5 mm from the proximal tendon margin for double-row repair (medial row). Arthroscopic Mason--Allen stitches were used for the lateral row of anchors; horizontal mattress stitches were used for the medial row (Figs. [1](#Fig1){ref-type="fig"}, [2](#Fig2){ref-type="fig"}). Bone troughs were not used and no pretension was applied to the tendon during repair \[[@CR17], [@CR18]\]. All steps of insertion of the anchor systems, as well as suture passing, were performed with the use of instruments for arthroscopic repair (Spectrum tissue repair system, ConMed Linvatec, Largo, FL, USA) to simulate an arthroscopic setting. The orientation of the cannulae corresponded to the anterior, lateral, and posterior portals for shoulder arthroscopy \[[@CR31]\]. The procedure was performed in an air environment, with the use of an arthroscopic knot-tying technique. Each stitch was first tied with the use of a sliding double half-hitch knot, secured by a series of four reversing half-hitches on alternative posts.Fig. 1Schematic line drawing of the used double-row configuration with arthroscopic Mason--Allen stitches and horizontal mattress stitchesFig. 2Schematic line drawing of the used single-row configuration with arthroscopic Mason--Allen stitches

The dissections, preparations, and repairs were performed by one single experienced shoulder surgeon (MHB) after thawing the shoulders for 24 h at room temperature. Standard procedures for rotator cuff repairs were used to minimize variability in the technique. Specimens were kept moist with 0.9% saline during dissection, preparation, and biomechanical testing.

Experimental testing {#Sec3}
--------------------

The investigations were performed at room temperature using a material testing machine (Zwick 1445, Zwick-Roell, Ulm, Germany), which recorded the data with the dedicated software (Textexpert 8.1, Zwick-Roell, Ulm, Germany), and evaluated the data with a load-displacement curve. The proximal end of the infraspinatus tendon was set in a tendon clamp, leaving approximately 6 cm between the clamp and the site of repair (Fig. [3](#Fig3){ref-type="fig"}). To prevent it from slipping out of the clamp during the experiment, "cryo-jaws" for soft tissue fixation were used \[[@CR28]\]. The humerus was fixed in a custom rig designed to evenly distribute loads across the tendon.Fig. 3Material testing machine (Zwick 1445, Zwick-Roell, Ulm, Germany): the proximal end of the infraspinatus tendon is set in a tendon clamp (*TC*), leaving approximately 6 cm between the clamp and the site of repair

Cyclic loading testing {#Sec4}
----------------------

The shoulders were loaded to a physiologic direction of the rotator cuff tendon perpendicular to the longitudinal axis of the humerus as previously described \[[@CR10], [@CR26]\]. To simulate postoperative conditions, a cyclic loading was performed, similar to previous studies \[[@CR6], [@CR27]\]. These parameters have been reported as the physiologic loads and speeds that occur in normal daily activity and were therefore considered the best manner to simulate the postoperative condition \[[@CR5], [@CR17]\]. After pretension to 10 N for 1 min, each construct was cyclically loaded to 3,000 cycles from 10 to 180 N with a 5-s cycle \[[@CR5], [@CR6], [@CR17]\]. The tests were stopped when complete failure (e.g. repair site gap 10 mm, defect of the tendon-bone construct) or a total of 3,000 cycles was attained. The loading force was applied with the humerus maintained at a constant angle relative to the tendon, resulting in simulated isometric muscle contraction \[[@CR28]\]. Gap formation at each repair site was measured using an extensometer. Based on previous studies at our institution, the number of cycles creating a 5- and 10-mm gap was recorded, along with the mechanism of failure \[[@CR17], [@CR28]\].

Load-to-failure testing {#Sec5}
-----------------------

Following the cyclic loading procedure, specimens that resisted 3,000 cycles were loaded to failure at a constant displacement rate of 1 mm/s. A pretension of 10 N was applied and the clamp and custom rig were checked for tightness before beginning the load-to-failure testing. The time between protocols was the same for all specimens. The load (N) and the displacement (mm) were digitally recorded by a deformation curve, and the mode of failure was documented.

Statistical analysis {#Sec6}
--------------------

The tendon repairs were tested on separate specimens. Statistical analysis was performed using SPSS software (Rel. 13.0, SPSS, Chicago, IL, USA). Results are reported as mean values ± standard deviation. Frequencies were compared by using the chi-square test. The Kolmogorov--Smirnov test and analysis of variance (ANOVA) were used, in addition to the Mann--Whitney *U* test; the level of significance set at *P* \< 0.05.

Results {#Sec7}
=======

The number of cycles to 5-mm gap formation was significantly higher in the DRAE (2,942.6 ± 50.5 cycles) and the DRAH (2,934 cycles) than that for the SRAE (1,977 ± 944.3 cycles) and the SRAH (1,475.2 ± 913.3 cycles) (*P* \< 0.05). Single-row specimen (SRAE, SRAH) had a lower number of cycles to a 5-mm gap (*P* = 0.135). In both single-row specimens (SRAE, SRAH) five of eight reached a 5-mm gap. Double-row specimens (DRAE, DRAH) had a lower frequency of 5-mm gap formation (three of eight in DRAE, and one of eight in DRAH) (*P* = 0.135).

For 10-mm gap formation, the DRAH withstood a mean of 2,934 cycles while the SRAE lasted 2,437 ± 620.8 cycles and the SRAH 2,227.5 ± 154.8 cycles, respectively. The frequency of 10-mm gap formation in both single-row specimens (SRAE, SRAH) was two of eight, whereas double-row specimen (DRAE, DRAH) had a lower frequency of 10-mm gap formation (none in DRAE group, and one of eight in the DRAH group) (*P* = 0.456). No significant difference between the groups was evaluated regarding to the number of cycles for 10-mm gap formation (*P* = 0.551).

All double-row specimens (DRAE, DRAH) resisted against 3,000 cycles. Only three of the SRAE and one of the SRAH specimen resisted 3,000 cycles (*P* \< 0.001). The mean number of cycles of the specimens with a resistance of less than 3,000 cycles was 926. There was no significant difference when comparing the different repair groups (*P* = 0.274). Specimens which resisted more than 3,000 cycles had an ultimate tensile strength of 334.3 ± 81.1 N. The tensile strength in double-row specimens (DRAE, DRAH) was significantly higher than in others (*P* \< 0.001).

There was no anchor-related failure during cycling loading and load to failure testing. In one case the failure was related to the breakage of the suture (SRAE). The other failure was caused by the suture pulling through the tendon in four of the SRAE and seven of the SRAH repairs. During load to failure testing all of the failure was caused by suture breakage (DRAE as well as DRAH). There was no significant difference in using the various suture materials (*P* \> 0.05).

Discussion {#Sec8}
==========

The objective of this study was to compare the biomechanical properties of single- and double-row fixation for rotator cuff tears with consideration of the stitch technique and suture material. We confirmed our hypothesis with the principle result that double-row repair provides significantly better resistance to cyclic elongation and load-to-failure than do single-row repairs (*P* \< 0.001). However, we can not confirm significant differences between the use of nonabsorbable polyester suture (Ethibond^®^) compared to polyblend high-performance suture (HiFi^®^) (*P* \> 0.05).

Numerous studies have documented the mechanical characteristics of several refixation techniques in the repair of rotator cuff tears \[[@CR6], [@CR9], [@CR10], [@CR14], [@CR17], [@CR31]\]. Most evaluations have dealt with investigations on traditional transosseous or anchor single-row fixations \[[@CR6], [@CR9], [@CR10], [@CR14], [@CR17], [@CR31]\]. In our review of the current literature, few articles have been published regarding the biomechanical properties of double-row repair using different stitch techniques (Tables [1](#Tab1){ref-type="table"}, [2](#Tab2){ref-type="table"}) \[[@CR16], [@CR20]--[@CR25], [@CR30]\].Table 1Summary of experimental setup of current biomechanical studies investigating the double-row repair techniqueStudyTendonTechniqueSutureType of stitch techniqueAnchorNo. of anchorsARSRDRSRDRKim et al. \[[@CR16]\]Human cadaver SSP (18×)SR versus DRFiberWire^®^ No. 2Simple (double-loaded)Horizontal mattress (medial/single-loaded)\
Two-simple (lateral/double-loaded)Metal24?Ma et al. \[[@CR20]\]Human cadaver SSP (20×) (splittet)SR versus DRFiberWire^®^ No. 2Two-simple (double-loaded)\
AMA (double-loaded)\
Massive cuff (double-loaded)Horizontal mattress (medial/single-loaded)\
Two-simple (lateral/double-loaded)Metal12YesMahar et al. \[[@CR21]\]Bovine cadaver ISP (18×)SR versus DRUltrabraid^®^ No. 2Simple (double-loadedMattress (medial/single-loaded) simple (lateral(double-loaded)\
Mattress (medial/single-loaded) simple (lateral/single.loaded)Metal24NoMazzocca et al. \[[@CR22]\]Human cadaver SSP (20×)SR versus DRFiberWire^®^ No. 2Two-simple (double-loaded)DIAMOND\
Mattress\
Modified mattressBio33\
3\
3YesMeier and Meier \[[@CR23]\]Human cadaver SSP (30×)TOS versus SR versus DREthibond^®^ No. 2? (SR/double-loaded)? (DR/double-loaded)Metal36YesMilano et al. \[[@CR24]\]Porcine cadaver ISP (50×)SR (tension free) versus SR (tension)\
DR (tension) versus DR (tension free)Ethibond^®^ No. 2Simple (double-loaded)Mattress (medial/single-loaded)\
Simple (lateral/double-loaded)Metal24?Park et al. \[[@CR25]\]Human cadaver SSP (12×)TOS versus DRFiberWire^®^ No. 2TOS ?Horizontal mattress (medial/single-loaded)\
Simple (lateral/single-loaded)Bio--4?Smith et al. \[[@CR30]\]Human cadaver SSP (16×)SR versus DRDurabraid^®^ No. 2Two-simple (double-loaded)Mattress (medial/single-loaded)\
Two-simple (lateral/double-loaded)Titanium12Yes*AMA* arthroscopic Mason--Allen, *AR* arthroscopic repair devices, *DR* double-row, *ISP* infraspinatus tendon, *No*. number, *SSP* supraspinatus tendon, *SR* single-row, *TOS* transosseous, ? not mentionedTable 2Summary of the results of current biomechanical studies investigating the double-row repair techniqueStudyExperimental settingResultCyclic loadingLoad-to-failureGap formation (mm)Stiffness (N/mm)Ultimate tensile strength (N)Cycles to failureUltimate cyclic failure load (N)Kim et al. \[[@CR16]\]10--180 N\
200 cycles10 N ↑\
1 mm/s3.10 ± 1.67--7.63 ± 3.74 (SR)\
1.67 ± 0.75--3.58 ± 2.59 (DR)20.0 ± 4.1--24.1 ± 7.0 (SR)\
32.1 ± 12.7--39.0 ± 16.5 (DR)349.7 ± 75.1 (SR)\
516.3 ± 120.8 (DR)\>200 (DR)--Ma et al. \[[@CR20]\]Preload: 5 N\
5--100 N\
50 cycles10 N ↑\
1 mm/s--\
1.5 ± 0.2 (AMA)\
1.1 ± 0.1 (MC)\
1.1 ± 0.1 (DR)--191 ± 18 (S)\
212 ± 21 (AMA)\
250 ± 21 (MC)\
287 ± 24 (DR)----Mahar et al. \[[@CR21]\]Preload: 10 N\
10--90 N\
500 cyclesNo3.07 ± 1.68 (SR)\
2.47 ± 0.64 (DR1)\
2.86 ± 0.87 (DR2)----3 mm: 100.5 ± 27.2 (SR)\
3 mm: 79.5 ± 48.6 (DR1)\
3 mm: 95.5 ± 65.7 (DR2)\
5 mm: 281.1 ± 44.5 (SR)\
5 mm: 280.1 ± 63.8 (DR1)\
5 mm: 302.9 ± 64.4 (DR2)\
10 mm: 607.7 ± 14.9 (SR)\
10 mm: 567.6 ± 83.1 (DR1)\
10 mm: 586.4 ± 70.1 (DR2)--Mazzocca et al. \[[@CR22]\]100 N\
3,000 cyclesGap formation \> 4 mm = failure\
Load to failure \< 250 N = failure2.28 ± 0.26 (SR)\
2.42 ± 0.71 (D)\
2.35 ± 1.25 (M)\
1.79 ± 1.11 (MM)--287.2 ± 27.33 (SR)\
305.0 ± 53.21 (D)\
256.4 ± 27.80 (M)\
289.4 ± 102.62 (MM)----Meier and Meier \[[@CR23]\]Preload: 5 N\
180 N\
5,000 cyclesNo------75.3 ± 22.49 (TOS)\
798.3 ± 73.28 (SR)\
\>5,000 (DR)--Milano et al. \[[@CR24]\]Preload: 10 N\
10--180 N\
1,000 cyclesNo9.1 ± 3.3 (SR tf)\
16.8 ± 4.4 (SR t)\
6.9 ± 1.5 (DR tf)\
8.6 ± 2.0 (DR t)----843.7 ± 175.6 (SR tf)\
53.2 ± 16.9 (SR t)\
1,000 (DR t and tf)--Park et al. \[[@CR25]\]Preload: 10 N\
10--180 N\
30 cycles10 N ↑\
1 mm/s3.74 ± 1.51 (TOS)\
3.79 ± 0.68 (DR)89.7 ± 16.6 (TOS)\*\
90.1 ± 19.7 (DR)\*443.0 ± 87.8 (TOS)\
299.2 ± 52.5 (DR)----Smith et al. \[[@CR30]\]Preload: 40 N\
10 cycles: 40--50 N\
10 cycles: up to 100 N\
Till failureNo5.0 ± 1.2 (SR)\
3.8 ± 1.4 (DR)------224 ± 147.9 (SR)\
320 ± 96.9 (DR)*AMA* arthroscopic Mason--Allen, *D* diamond repair technique, *DR* double-row, *M* mattress stitch, *MC* massive cuff stitch, *MM* modified mattress stitch, *SR* single-row, *t* tension repair, *tf* tension-free repair, *TOS* transosseous suture technique, \* linear stiffness

Mazzocca et al. \[[@CR22]\] randomly assigned 20 fresh-frozen cadaveric shoulders to four arthroscopic repair techniques: (1) a single-row of anchors, (2) a diamond anchor, (3) a mattress double-anchor, and (4) a modified mattress double-anchor. The shoulders were positioned to enable an arthroscopic-like repair with the use of shuttle devices as compared to our study. They defined a gap formation of greater than 4 mm and a load-to-failure of less than 250 N for biomechanical failure. In contrast to our results, there was no significant difference among the treatment groups in load-to-failure and displacement. All repairs demonstrated a load-to-failure greater than 250 N (Table [2](#Tab2){ref-type="table"}).

This is comparable to the results of a study of \[[@CR21]\]. Double-row repair in a bovine model did not show a biomechanical advantage compared to single-row repair with no significant differences for loads at 3-, 5-, and 10-mm elongation. Unlike these results Milano et al. \[[@CR24]\] reported a significantly higher resistance of double-row repair to cyclic loading than single-row repair. Their investigation was done with an animal model (porcine shoulders) as well. On the contrary to our study they used both, a tension-free and a tension repair for each, the single-row and the double-row repair. Both of the double-row repair groups resisted a maximum of 1,000 cycles with the lowest total elongation seen in the tension-free repair group (6.9 ± 1.5 mm). They concluded that double-row anchor repair could therefore primarily be considered for large and unstable rotator cuff tears.

Kim et al. \[[@CR16]\] performed an investigation in nine matched pairs of fresh-frozen cadaver shoulders and reattached the supraspinatus tendon with a single- and double-row repair, each sutured with No. 2 FiberWire^®^. No information was given as to whether they used arthroscopic instruments to place the sutures (Table [1](#Tab1){ref-type="table"}). Each specimen underwent cyclic loading from 10 to 180 N for 200 cycles, followed by tensile load-to-failure. As demonstrated in our investigation, they showed a significantly smaller gap formation for the double-row repair compared to the single-row technique. The ultimate failure load increased by 48%, as compared to the single-row repair (Table [2](#Tab2){ref-type="table"}), which is comparable to our result.

Ma et al. \[[@CR20]\] used (1) a two-simple, (2) a massive cuff, (3) an arthroscopic Mason--Allen, and (4) a double-row fixation. A No. 2 FiberWire^®^ was used for fixation (Table [1](#Tab1){ref-type="table"}). Splitted tendons were cyclically loaded between 5 and 100 N with a significantly higher ultimate tensile load for the double-row repair as shown in our recent study (Table [2](#Tab2){ref-type="table"}).

Meier and Meier \[[@CR23]\] compared the initial mechanical strength of (1) the transosseous suture technique, (2) a single-row suture anchor fixation, and (3) a double-row suture fixation. There was no information given regarding the stitch configuration (Table [1](#Tab1){ref-type="table"}). After a preload to 5 N, cyclic loading of each specimen was performed to 5,000 cycles. Group 3 had no failures until the samples were stopped when 5,000 cycles had been completed (Table [2](#Tab2){ref-type="table"}). In our assessment, used double-row configurations resisted the defined maximum of 3,000 cycles as well, whereas only four of the single-row configurations resisted this point.

Smith et al. \[[@CR30]\] used the two-simple stitch for single-row repair. For double-row repair, a combination of one mattress stitch medial (anchor single-loaded) and two simple stitches lateral (double-loaded) were used (Table [1](#Tab1){ref-type="table"}). They concluded that the double-row technique had a superior resistance to gap formation under static loading as compared to single-row repair (Table [2](#Tab2){ref-type="table"}).

Park et al. \[[@CR25]\] compared the initial mechanical strength of a (1) transosseous suture technique and (2) a double-row suture fixation. After a preload to 10 N, cyclic loading of each specimen was performed to 30 cycles. No statistically significant differences between the two repair groups were mentioned (Table [2](#Tab2){ref-type="table"}).

Although our investigation orientated itself to former studies for comparison, it presents some weaknesses. Previous experimental assessments established the sheep shoulder as a valid model for the study of human rotator cuff repair techniques \[[@CR14], [@CR17], [@CR20]\]. But one has to consider, that the sheep infraspinatus tendon is different from the degenerated and thinner supraspinatus tendon seen in human shoulders with chronic rotator cuff tears \[[@CR14]\]. In the recent study, use of the single-row repair often results in cutting the suture through the tendon, whereas in using the double-row repair, failure is due to suture breakage resulting in higher failure force. We suspect that this phenomenon is due to a steady pressure distribution of the tendon-bone construct in using the double-row repair. Therefore, we are in agreement with Cummis and Murrell \[[@CR8]\] that considered that a point is reached at which the weakest link of the repair became the suture material itself. This may be solved by improved material properties of the suture. Nevertheless, in our mind it has to be noted that the more rigid characteristics of the new braided polyblend polyethylene suture material \[[@CR35]\] can more easily cut in a parallel direction through the defective tendon as compared to the healthy rotator cuff specimens used in our study. We made this experience in using the single-row repair, in which the suture pulls through the tendon in seven of the SRAH repairs. This aspect is particularly important, because most of the torn human tendons are degenerated, and the tendons that fail the repair using a single-row technique are in the major part grade III degenerate tendons according to the classification of \[[@CR15]\].

We used instruments for arthroscopic repair to simulate the arthroscopic environment as best as possible. Nevertheless, stitches were placed in an air environment. The arthroscopic sequences, such as sliding knots as well as alternating half-stitches were used. This could have added enhanced strength and reproducibility to the knots.

Despite excellent results of the double-row technique regarding its initial mechanical strength, it has to be critically discussed for clinical application. It is a more complex method and requires potentially more surgical time compared to treatment with a single-row of anchors. It requires careful suture management and a safe command level, especially with arthroscopic repair and, in addition, produces more costs in suture anchor material. Furthermore, Kim et al. \[[@CR16]\] observed anchor failure by greater tuberosity facture in two of their tested specimen. They suspected potential stress risers by placing four anchors to restore the footprint area. In the recent study, we did not observe this complication, but one have to keep this problem in mind, mainly in osteoporotic bone when using the double-row repair. Moreover, the mechanical strength and suture anchor placement of a double-row repair may produce more tension, especially on the medial part of the tendon. This could lead to impaired tissue healing, concerning particularly the vascular conditions of the tendon.

Additionally, the clinical superiority of the double-row technique compared to other techniques could not be proved so far. To our knowledge there are only few studies investigating the clinical outcome of single- versus double-row repair. Sugaya et al. \[[@CR32]\] compared both methods retrospectively. The integrity of the repaired cuff was detected by MRI with a significantly better structural outcome in the double-row repair. But no statistical differences were found regarding range of motion, patients' satisfaction, and pain relief. Franceschi et al. \[[@CR12]\] found neither statistical difference in a clinical nor in an MR arthrography follow-up after a mean of 2 years comparing both techniques. These results are in concordance to the study of \[[@CR7]\] that used computed tomographic arthrography for assessment. Although in the study of \[[@CR8]\] different methods of repair were used, a comparison between single- and double-row is difficult: single-row was only used for small, and double-row was used for the repair of large tears.

In conclusion, the fundamental results of our time-zero evaluation support the hypothesis that cyclic loading and initial ultimate tensile strength of a double-row configuration is superior to the single-row repair technique and provides superior resistance to gap formation. No significant differences (*P* \> 0.05) in using different suture materials could be stated. Considering the outcome of the recent clinical and biomechanical trials in our literature review, there is further need to improve our knowledge in restoring the rotator cuff footprint and to achieve lower failure rates. We have to justify the publicity regarding the double-row technique to apply it clinically, because it will take longer surgical time and will be more expensive than other repair techniques. The superior initial mechanical strength is promising but the data regarding cell biological characteristics has to be expanded. Therefore, we may wait the results of future experimental investigations to determine the in vivo conditions and the extent to which the presented fundamental outcome of our ex vivo study may contribute to improve the healing rates in rotator cuff repair.
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